Table 1: Comparison of Effective Dose, Size Specific Dose Estimation (SSDE) and Scan Length among Genders in 160-slices Toshiba Aquilion Prime CT Scanner
	Aspect
	CT Scanning Protocol
	Genders
	p-value

	
	
	Male
	Female
	

	Effective Dose (mSv)
	CT TAP (Contrast Enhanced)
	8.14±1.94
	9.56±7.27
	0.37

	
	CT Thorax 
	4.09±1.69
	2.82±1.18
	0.03*

	
	CT Abdomen
	12.61±11.13
	12.83±8.82
	0.95

	Size Specific Dose Estimation (SSDE) (mGy)
	CT TAP (Contrast Enhanced)
	9.91±1.34
	11.61±5.00
	0.13

	
	CT Thorax 
	7.66±1.09
	7.95±1.54
	0.59

	
	CT Abdomen
	16.34±5.33
	18.02±5.06
	0.34

	Scan Length (cm)
	CT TAP (Contrast Enhanced)
	58.61±14.97
	54.46±10.89
	0.29

	
	CT Thorax 
	41.85±6.09
	34.16±6.25
	0.01*

	
	CT Abdomen
	44.54±12.36
	38.17±11.19
	0.12


Data expressed as mean ± standard deviation; *indicates significant difference (p<0.05)


Table 2: Comparison of Effective Dose, Size Specific Dose Estimation (SSDE) and Scan Length among Genders in 640-slices Toshiba Aquilion One CT Scanner
	Aspects
	CT Scanning Protocol
	Genders
	p-value

	
	
	Male
	Female
	

	Effective Dose (mSv)
	CT TAP (Contrast Enhanced)
	7.83±2.94
	7.83±2.15
	1.00

	
	CT Thorax 
	3.42±0.47
	4.37±2.02
	0.06

	
	CT Abdomen
	10.88±4.76
	10.14±6.10
	0.59

	Size Specific Dose Estimation (SSDE) (mGy)
	CT TAP (Contrast Enhanced)
	8.84±1.54
	9.46±1.61
	0.24

	
	CT Thorax 
	7.68±0.36
	9.86±3.10
	0.01*

	
	CT Abdomen
	18.27±6.37
	16.29±5.53
	0.21

	Scan Length (cm)
	CT TAP (Contrast Enhanced)
	55.49±10.40
	46.65±10.60
	0.01*

	
	CT Thorax 
	38.54±5.09
	37.81±6.11
	0.74

	
	CT Abdomen
	41.68±8.61
	40.22±9.06
	0.52


Data expressed as mean ± standard deviation; *indicates significant difference (p<0.05)
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